Risk management of European device clinical studies.
There is an increasing need to perform clinical studies to support device safety and performance claims. This article discusses risks associated with conducting European clinical studies of medical devices that are unrelated to risks concerning the use of the device. These can jeopardise the success of a clinical study regardless of the safety and performance aspects of the device.